We evaluated the efficacy of a cement gun to improve the depth of cement penetration in total knee arthroplasty. Ninety-one consecutive patients from two hospitals were recruited for this study. For Group I cement was applied to the tibial baseplate and the proximal tibia with fingers. Group 2 had similar application of cement to the tibial baseplate but cement was pressurized into the proximal tibia using a cement gun.. The knee was kept extended until the cement hardened. Standard post-operative x-rays were reviewed to assess cement penetration into the proximal tibia. The mean cement penetration was 2.1 mm in Group 1 and 3.1 mm in Group 2 and the difference was statistically significant. The use of the cement gun improves cement penetration into the proximal tibia and facilitates early stability of the implant fixation to the bone.
INTRODUCTION
Despite improvements in the design of total knee arthroplasty (TKA), component loosening is still one of the most common modes of failure [1] [2] [3] . Most component loosening of the tibia is technique related 4 ; micromotion between the component and the bone is believed to initiate loosening 5, 6 . Components may also sink or subside into bone because of loss of local bone density following TKA [7] [8] [9] . Most surgeons use fully cemented TKA 10 .
Fixation to the cancellous surface is achieved in two ways. Firstly, the congruent cement mantle to the cut bone surface and secondly, interdigitation between the cement and bony trabeculae. The tensile and shear strength of bone cement interface are significantly influenced by several factors, including methods of preparation, cleaning the cut surface of the tibia, depth of cement penetration, quality of bone interdigitation with the cement and timing of cement insertion, and the size of the blade used to make the bone cuts 11, 12 . The lack of cement and bony trabeculae interdigitation appears as a well defined cement bone interface on plain radiograph . Studies have shown that the rate of aseptic loosening can be as high as 10 percent 13 . Good cementing technique will improve the initial mechanical interlock between the implant and bone.
While third generation cementing technique in total hip arthroplasty is a well recognized practice, there is no specific recommendation for cementing technique in TKA. One commonly used technique is to apply cement to the implant and cut bone surfaces with fingers. The implant is then applied and impacted using a mallet 14 . Another technique rely on negative pressure in the form of tibia canal suction 15 to improved penetration of the cement into the bone 16 .
Use of a cement gun is a well established practice in hip arthroplasty [17] [18] [19] [20] [21] [22] , and it generally allows for good cement penetration. The aim in this study was to find out if it was possible to improve cement penetration during TKA with the use of cement gun. Our hypothesis was that cementing using a cement gun would increase the cement penetration into the proximal tibia.
MATERIALS AND METHODS
One hundred consecutive patients from two different hospitals were included for inclusion into this retrospective study. Surgeries were performed by three different surgeons. The first author was either the primary surgeon or assistant in all cases. The patients were divided into 2 groups. Group 1 comprised of patients who were treated in Sultanah Aminah Hospital in Johor Bahru, while group 2 comprised of patients who were treated in Alor Star Hospital.
Operative technique for group 1:
After tourniquet application, a midline incision was made and a medial parapatellar approach used to access the knee joint. After the appropriate bone cuts were made, the bone was washed with a lavage gun. After drying, hydrogen peroxide solution was applied to keep the cut bone surfaces free of blood. All patients in this group had cement applied
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to the base of tibial implant and cut tibial surface with fingers. No attempt was made to force the cement into the tibia surface, and no cement was inserted into the tibial medullary canal. Subsequent impaction with the tibial base plate was carried out with a mallet. The femoral implant was then inserted. After removing excess cement, a trial tibial insert was placed and the knee was kept extended until the cement hardened.
Operative technique for group 2:
After tourniquet application, an identical surgical approach was used till cementing step. Approximately 4 minutes after mixing (activation) cement was applied to the cut surfaces of the tibia using a cement gun ( Figure 1 ). During this procedure, the cement gun was directed perpendicular to the cut dry bone surfaces. This pressurized the cement into the cut surface of the tibia. As the nozzle of the cement gun was small compared to the cut surface of the tibia, multiple pressurizations were attempted at different locations in the tibia until the whole surface was fully covered with injected cement. Fat and marrow could be seen being extruded during this procedure indicating good pressurization. Some cement was applied to the undersurface of the tibia and femur implant. Impaction was accomplished in a similar manner as for patients in Group 1. The femoral implant was subsequently applied. After removal of excess cement, a trial tibial insert was then placed and the knee was kept extended until the cement hardened.
Standard anterior-posterior and lateral postoperative x-rays were taken post-operatively. A senior radiologist (5 years post specialization) who was blinded to the surgical technique then reviewed the radiographs. The depth of cement penetration was measured using a digital caliper (accurate to 0.1mm) and localized using the Knee Society Zones Roentgenographic Evaluation 23 . In this study, only zones 1 to 4 (Figure 3 ) of the antero-posterior radiographs ( Figure 3 ) and zones 1 to 2 on the lateral tibial radiographs ( Figure 3) were measured. Zones 1 to 2 on the lateral tibial radiographs were then renamed zones 8 and zones 9 for purpose of evaluation in this study. Cement penetration at zones 3, 5, 6, and 7 was not studied.
The depth of cement penetration was compared for the same zones in the two different groups. They were then compared between zones of the same group to find if cementing was better or worse in certain locations in the tibia. The appearance or absence of a radiolucent line between the cement and the bone was also recorded, as it can be assumed that the radiolucent line may indicate poor bone penetration 24 .
Statistical analysis was performed using the Statistical Package for Social Sciences (SPSS) software package. The data was not found to be normally distributed. Non parametric analysis of variance using the Kruskal-Wallis test was then performed.
RESULTS
Of the 100 patients selected for the study, nine were excluded. These include a patient with a large bone cyst, another patients with severe osteoporosis, three patients with marked deformity secondary to rheumatoid arthritis, and four patients with no proper anteroposterior and lateral radiographs. Group 1 comprised of 47 patients with a mean age 62 years (40 females and 7 males). Group 2 comprised of 44 patients with a mean age of 63.5 years (34 females and 10 males).
The mean cement penetration was 2.1 mm (median 2.0 mm) in Group 1 and was 3.1 mm (median 3.0 mm) in Group 2, a statistically significant difference (p< 0.001). When we compare various zones between the 2 groups, cement penetration was significantly better in all zones except for zones 1 and zones 2 in group 2 suggesting a beneficial outcome with the use of a cement gun (P < 0.001) (Figure 4) . The incidence of a radiolucent line occurring in any zone was 87.2 % in Group 1 and 34.1% in Group 2, also a statically significant difference (P < 0.001). We did not analyse which zone had the appearance of a radiolucent line as loosening in any zone is important.
DISCUSSION
Loosening of total knee prostheses starts with the tibial component, therefore, research addressing micromotion of tibial components fixed using different techniques is of interest. After prosthetic implantation, bone resorption due to micromotion occurs but it will settle down after a period of time 9 . However, in some patients this initial resoption continues even after one or two years and eventually resulting in progressive loosening of the implant 25 . Cemented tibial implants have been shown to display significantly less micromotion initially than uncemented tibial implants 26 . This may be due to the fact that the cement acts as a mechanical reinforcement to the structure of the proximal tibia metaphysics. Good cementing is therefore very important. Although studies 1, 27, 28 have shown acceptable penetration of cement after standard bone preparation, such procedures generally result in only cement penetration between 2 to 4 mm. The presence of a partial radiolucent line in immediate post operative films is thought to be due to poor cement penetration and not due to lysis 28 . This type of radiolucency is thought to be due to failure of interlocking action between the cement and bone 29 , and may facilitate the entry of wear debris into the bone cement interface and progress to osteolysis and loosening. Of the patients in Group 2, 65.9% had a good bone cement interface with no radiolucent lines in any zone compared to 34.1% of patients in group 1. Walker et al. showed that the depth of cement penetration was inversely related to the development of radiolucent lines 30 .
Cement penetration between the medial and lateral sides of the implant was not symmetrical; there was statistically significantly better cement penetration on the lateral side (zone 3) as compared to medial zones 1 and 2 ( p < 0.009 and p < 0.004). This limitation is most probably due to sclerosis of the medial side of the tibia that is commonly seen in severe osteoarthritis, probably reducing the pressure with which cement can be pushed into the cut bone surfaces. However the cement gun increases the depth of cement penetration by 0.3 to 1.5 mm. Although the number is small, it amounts to 15% to 83% improvement compared to usual cementing methods employed in group 1.
Contamination of bone surfaces with blood before cement application may reduce the shear strength of the cement bone interface. Many surgeons employ some sort of lavage to remove blood from the bone surfaces 10 and / or apply hydrogen peroxide to the cut bone surfaces. We observed blood, marrow and fat being extruded from the tibia during active pressurization of the cement by the cement gun, that further removed blood and fat from the bone surfaces and enabled cement better fixation. The use of the cement gun is not a novel way to improve the depth of cement penetration. Other researchers have also shown that use of a cement gun improves cementing ability during TKA 31 .
In this study, there were three different participating surgeons, making it likely that subtle differences in the surgical technique for cement application and/or the force used for tibial base plate implantation made for differences in the depth of cement penetration. Similarly, the brands of cement used in the two hospitals were not the same, and this discrepancy could have impacted the depth of the cement penetration due to differing viscosities.
CONCLUSION
Use of a cement gun helps to increase the cement penetration into the proximal tibia based on radiological evaluation. The result corresponds with lower rate of radiolucent line in cases where cement gun was used.
